Background: A reliable method for plasma would be useful to investigate the role of apolipoprotein (apo) AIV when associated with apo B-containing or triglyceride-rich lipoproteins. Method: We used a sandwich ELISA to quantify lipoprotein B:AIV particles (Lp B:AIVf; lipoproteins containing at least apo B and apo AIV) in plasma. The method used microtiter plates coated with purified anti-apo B immunoglobulins that selectively retained apo B-containing particles. Lipoproteins containing both apo B and apo AIV were distinguished from those containing only apo B by use of a peroxidase-labeled anti-apo AIV antibody. These subspecies were revealed by ABTS ® reagent and further quantified by spectrophotometry. Results were expressed in mg/L apo AIV associated with apo B. This method was applied to samples with different cholesterol and triglyceride concentrations. Results: The developed sandwich ELISA method identified and quantified Lp B:AIVf in plasma samples. Within-and between-run CVs were ϳ10%, and analytical recoveries were 95-107%. Results were not significantly influenced by addition of triglycerides or by storage at ؊20°C (up to 9 months). Under these conditions, plasma Lp B:AIVf concentrations were statistically higher in hypercholesterolemic and mixed hyperlipidemic individuals (53 ؎ 13 mg/L; P <0.001 and 70 ؎
Lipids, Lipoproteins, and Cardiovascular Risk Factors meal (11, 12 ) ; Dallongeville et al. (13 ) reported that after a fat-rich meal, there was a substantial increase of apo AIV in TRLs with a concomitant decrease in HDL.
Several studies have shown that apo AIV can be found as the free form or associated mainly with HDL, but also with TRLs (3, 14 -21 ) . Thus, apo AIV can be found in HDL (1.063 kg/L Ͻ d Ͻ 1.210 kg/L) as well as in TRL (d Ͻ1.006 kg/L), two species of plasma lipoproteins differing in density and lipid and apolipoprotein composition that can be distinguished by the absence or presence of apo B. Indeed, in the free state or in the HDL size range, apo AIV does not coexist with apo B, whereas in the chylomicrons, VLDL, or LDL size range, an association between these two apolipoproteins has been observed (17 ) . In addition to apo AIV and apo B, other apolipoproteins could be present in these particles. For these reasons, we measured the total bulk of particles containing at least apo AIV and apo B, i.e., the lipoprotein B (Lp B):AIV family, and named them Lp B:AIVf. Particles free of apo B but containing apo AIV and possibly containing other apolipoproteins were named the Lp AIV non-B family (Lp AIV non-Bf).
The main goal of this study was to develop a reliable method for the quantification of particles containing both apo AIV and apo B (Lp B:AIVf), using a two-site differential ELISA. In addition, we measured Lp B:AIVf in different situations of impaired lipid metabolism to determine the effect of such situations on Lp B:AIVf concentrations.
Materials and Methods plasma samples and biochemical analytes
Human plasma samples were obtained from normolipidemic (n ϭ 71), hypercholesterolemic [total cholesterol (TC) Ͼ2000 mg/L; LDL-cholesterol (LDL-C) Ͼ1600 mg/L; triglycerides (TGs) Ͻ2000 mg/L; n ϭ 21] and mixed hyperlipidemic (TGs and TC Ͼ2000 mg/L; n ϭ 20) patients. Venous blood samples were collected from patients after an overnight fast into tubes containing EDTA. Plasma samples were separated by centrifugation and then divided into aliquots and immediately analyzed or kept at Ϫ20°C until analysis.
Before measurement of Lp B:AIVf and total apo AIV, apo B, TC, TG, and HDL-cholesterol (HDL-C) concentrations were measured enzymatically on a multianalyte analyzer (Hitachi 747; Roche Molecular Biochemicals). LDL-C was calculated according to the Friedewald formula (22 ) . apo AIV was determined using a classic sandwich ELISA, as adapted from Rosseneu et al. (23 ) . Lp AIV non-Bf was calculated by subtracting Lp B:AIVf from total apo AIV.
antibodies Isolation and purification of LDL. Lipoprotein B of a narrow density range (d ϭ 1.040 -1.053 kg/L) was purified by preparative ultracentrifugation (24 ) from pooled plasma samples lacking apo(a) from healthy human donors, and dialyzed against 5 mmol/L ammonium bicarbonate. The purity of the lipoprotein B was determined by electrophoresis on polyacrylamide gels and immunoblotting, as described previously by Towbin et al. (25 ) .
Obtention and purification of immunoglobulins (IgY).
Antiapo B immunoglobulins were produced in the Ecole Nationale Vétérinaire (Nantes, France). Antiserum to apolipoprotein B was obtained from laying hens. Briefly, 500 g of LDL in Freund's complete adjuvant was administrated subcutaneously to laying hens. Hens then received other doses of LDL in Freund's incomplete adjuvant every 2 weeks: twice with 250 g and four times with 100 g. In parallel, eggs were collected daily beginning the 7th day after the first injection, identified by appropriate labeling, and stored at 4°C until the antibodies were extracted.
Preparation and purification of antibodies to apo B. Immunoglobulins (IgY) were extracted from egg yolk by the method described by Polson (26 ) . After precipitation with polyethylene glycol, the remaining infranate was dissolved in 0.1 mol/L phosphate-buffered saline, pH 7.4 (PBS; Life Technologies), and stored at Ϫ20°C. Pooled fractions of these total immunoglobulins suspended in PBS were applied to a LDL column, prepared by coupling CNBr-Sepharose (Pharmacia) with narrow-density range LDL and equilibrated with 0.1 mol/L PBS, pH 7.4.
Columns were run using a BioLogic LP chromatography system (Bio-Rad). The retained fraction, corresponding to specific antibodies against apo B, was eluted with 0.2 mol/L glycine-HCl, pH 2.8. The collected active fractions were then successively pooled, dialyzed against PBS, concentrated in polyethylene glycol (Sigma), dialyzed once more, and finally stored at Ϫ20°C in 0.5-mL aliquots (1.34 g/L) before use. Purified anti-apo B antibodies were checked by immunoblotting and did not react with apo AIV.
Polyclonal antibodies to apo AIV and horseradish peroxidaseconjugated polyclonal antibodies to apo AIV. Polyclonal antibodies to apo AIV and horseradish peroxidase-conjugated polyclonal antibodies to apo AIV were purchased from Institut Pasteur. Anti-apo AIV antibodies did not react with apo B, as verified by immunoblotting. Plates were washed twice more with PBS, after which appropriate dilutions of calibrators, controls, or plasma samples in dilution buffer (0.1 mL/well) were added to the wells, and the reaction was allowed to incubate 2 h at 37°C. Plates were then washed with PBS, and peroxidaselabeled anti-apo AIV antibody (0.1 mL/well; diluted 4000-and 1200-fold in dilution buffer for apo AIV or Lp B:AIVf assays, respectively) was added. After the addition of this antibody, the entire plate was incubated for 2 h at 37°C for apo AIV and for 2.75 h at 37°C for Lp B:AIVf. These different incubation times were chosen for practical reasons and convenience. Finally, after the plates were washed four times, ABTS ® substrate solution (0.2 mL/well; Roche Diagnostics) was added, and the enzymatic reaction was allowed to proceed for 30 min in the dark at 37°C. The absorbances were read at 405 nm on a Spectra Max Pro spectrophotometer (Molecular Devices).
Calibration curves for apo AIV and Lp B:AIVf were obtained using the four-parameter regression incorporated in the spectrometer software (Soft MAX Pro; Molecular Devices).
validation procedure
Calibrators. Lyophilized calibrators and controls were obtained from SEBIA, which provided the apo AIV concentration in these commercial samples, previously determined against pure apo AIV as primary standard. The Lp B:AIVf concentrations in the calibrators were determined by immunoprecipitation with anti-apo B (27 ) . The absence of apo B in the supernatant was checked by ELISA. The Lp B:AIVf concentration was calculated by difference between the apo AIV concentration in the intact sample and in the supernatant after apo B precipitation. In both cases, the apo AIV concentration was determined by ELISA. This procedure was performed 10 times on the same lot of calibrators, and the mean of 60 mg/L was used to determine sample and control concentrations. Specificity and precision. The specificity of the assay was checked by measuring the concentration of Lp B:AIVf after precipitation with an anti-apo B antibody.
Assay precision was estimated by the ANOVA method described in NCCLS recommendations (28 ) . The withinrun CV was estimated by repeated measurements (n ϭ 25) of Lp B:AIVf concentrations in three plasma samples containing high, medium, and low amounts of Lp B:AIVf. The between-run CV was assessed by analyzing (n ϭ 10) three samples, containing high, medium, and low amounts of Lp B:AIVf, for 4 consecutive days.
Analytical recovery and methods comparison.
To determine analytical recovery, we prepared a series of plasma samples containing increasing concentrations of Lp B:AIVf by adding five different amounts of a previously concentrated standard plasma (SEBIA) containing a known concentration of Lp B:AIVf to a plasma sample.
Analytical recovery was calculated as the ratio (as a percentage) between the measured and calculated Lp B: AIVf concentration. Results obtained by the proposed method (Lp B:AIVf ELISA) were compared with those obtained indirectly by the apo AIV ELISA, as described previously by Alsayed et al. (29 ) . The apo AIV concentration was measured in the supernatants from microwell plates coated with anti-apo B, as for the determination of total apo B concentrations. This allowed us to determine Lp AIV non-Bf concentrations. These results were subtracted from the total apo AIV concentrations to obtain the calculated Lp B:AIVf concentrations.
Effects of freezing and TG concentrations. The effect of freezing (sample stability) was investigated by determining Lp B:AIVf concentrations in plasma samples stored 0, 3, and 9 months at Ϫ20°C (n ϭ 20).
To determine the effect of added TGs, we added five different amounts of a TG-rich plasma sample (plasma B) containing known concentrations of TGs and Lp B:AIVf to a plasma sample (plasma A), which yielded TG concentrations up to 5560 mg/L. Recovery was estimated as the ratio (as a percentage) between measured and calculated concentrations.
statistical analysis
Multiple mean comparisons with ANOVA were used to compare results in normolipidemic, hypercholester- olemic, and mixed hyperlipidemic individuals. In case of significance, the Bonferroni test was used for multiple t-test comparisons between groups. Correlations between Lp B:AIVf and other lipids and lipoproteins were assessed by linear regression analysis.
Results

optimized assay conditions
The optimal concentration of anti-apo B antibody for coating the microtiter plates was 20 mg/L. The optimal dilution of anti-apo AIV conjugate was ϳ1:1200 (i.e., the value giving a wider range of absorbances with a lower blank value).
A typical calibration curve is shown in Fig. 1 . Absorbance was plotted against Lp B:AIVf concentration (after a logarithmic transformation), as estimated by apo AIV bound to apo B in g/L. Under these conditions, the Lp B:AIVf calibration curve was linear from 3.75 to 30 g/L.
influence of epitope exposure Table 1 . A nonparametric paired test did not reveal any statistically significant differences in mean results and slopes between Tween 20-treated samples and untreated samples.
specificity and precision of the assay
The within-run CVs, estimated by analyzing three different human plasma samples 25 times, were 11%, 9.2%, and 9.1% for Lp B:AIVf concentrations of 33.3, 50.6, 76.5 mg/L, respectively.
The between-run CVs of 8.5%, 11%, and 10% were determined by measuring Lp B:AIVf in three specimens containing 40, 59, and 78 mg/L Lp B:AIVf, respectively, on 4 consecutive days ( Table 2) .
analytical recovery and methods comparison
The recoveries for five known amounts of Lp B:AIVf added to a plasma were 95-107% (Table 3) .
Comparison of Lp B:AIVf concentrations measured in 20 plasma samples by both the Lp B:AIVf ELISA and the apo AIV ELISA yielded a statistically significant linear relationship: y ϭ 1.10x ϩ 1.12 (r ϭ 0.81; P Ͻ0.01). The detected amounts of Lp B:AIVf (55.9 Ϯ 14.9 vs 50.0 Ϯ 10.9 mg/L, direct measurement vs apo AIV ELISA) indicated relatively satisfactory recoveries.
effects of freezing and tg enrichment
Lp B:AIVf concentrations in plasma samples (n ϭ 20) stored at Ϫ20°C for 0, 3, and 9 months were 50.7 Ϯ 13.7, 47.1 Ϯ 9.4, and 48.3 Ϯ 12.8 mg/L, respectively, with no statistically significant difference. These results indicate that a storage period up to 9 months at Ϫ20°C does not cause significant changes in Lp B:AIVf concentrations.
The recoveries for five different amounts of TGs added to plasma were 91-99%, as shown in Table 4 , indicating that TGs up to 5560 mg/L had no effect on Lp B:AIVf concentrations.
quantification of Lp B:AIVf in normolipidemic, hypercholesterolemic, and mixed hyperlipidemic plasma samples Shown in Table 5 are plasma Lp B:AIVf concentrations obtained for 112 normolipidemic, hypercholesterolemic, or mixed hyperlipidemic men and women (age range, 16 -87 years) as well as their lipids, apo B, total apo AIV, and Lp AIV non-Bf concentrations. As shown in Table 5 , the Lp B:AIVf concentration in normolipidemic samples (43 Ϯ 12 mg/L) was statistically different from the Lp B:
AIVf concentrations in hypercholesterolemic (53 Ϯ 13 mg/L; P Ͻ0.001) and mixed hyperlipidemic (70 Ϯ 18 mg/L; P Ͻ0.001) plasmas. Moreover, hypercholesterolemic and mixed hyperlipidemic plasma Lp B:AIVf concentrations were also statistically different from each other (P Ͻ0.01). As expected, apo B concentrations were statistically different in the three groups. In contrast, apo AIV and Lp AIV non-Bf concentrations were similar among these groups. The correlations produced by linear regression analysis of Lp B:AIVf, apo AIV, and Lp AIV non-Bf concentrations against the other analytes in the whole population are given in Table 6 . We observed a strong significant correlation between Lp B:AIVf concentrations and apo B (r ϭ 0.634; P Ͻ0.0001), cholesterol (r ϭ 0.588; P Ͻ0.0001), TGs (r ϭ 0.699; P Ͻ0.0001), and LDL-C (r ϭ 0.551; P Ͻ0.0001).
On the other hand, we found no association between Lp B:AIVf and total apo AIV, Lp AIV non-Bf, or HDL-C. Moreover, we found no correlation between apo AIV or Lp AIV non-Bf and any of the tested analytes.
Discussion
This report describes a new method for measurement of the plasma concentration of lipoproteins containing at least apo AIV and apo B (Lp B:AIVf). This method is reproducible and convenient enough to be applied to large sample studies.
Lipoprotein particles containing apo AIV have already been characterized in human plasma. In 1993, Duverger et al. (17 ) showed that there are mainly two apo AIVcontaining particle subspecies: Lp AIV and Lp AI:AIV. In Lp AIV, they estimated that the amount of plasma apo B associated with apo AIV was ϳ1.9%. In addition, several studies have shown that 1-15% of apo AIV seems to be associated with TRLs (14, 15, 19 -21, 30 -33 ) . These described distributions are lower than our results (6 -45%; mean, 27%). These discrepancies could be partially explained by the techniques used. Ultracentrifugation for a long period of time (18 -48 h) at high speed (150 000g) may have a disruptive effect, thus weakening the association between apo AIV and lipoproteins, and leading to an underestimation of bound apo AIV (1 ). Gel-permeation chromatography and affinity chromatography could cause dilution of the sample, which may also limit the capacity of Lp B:AIVf detection. Furthermore, apo AIVcontaining lipoproteins are heterogeneous in size, and their plasma distribution is rather complex; apo AIV could be associated with lipoproteins distributed across the entire size spectrum. These subfractions could contain both apo AIV and apo B (17 ) . Therefore, estimating the Lp B:AIVf concentration by measuring apo AIV in the VLDL size range may lead to underestimation. The reli- ability of our assay could be higher because plasma sample processing is simpler, without any sample pretreatment, avoiding any loss of Lp B:AIVf particles. This Lp B:AIVf assay is fast, precise, specific, and reproducible. For the first time, Lp B:AIVf subspecies can be quantified directly in plasma samples. In the fasting state, this method clearly showed the existence of particles containing both apo AIV and apo B in normolipidemic individuals as well as in hypercholesterolemic or mixed hyperlipidemic individuals. Fasting hyperlipidemic patients have more apo AIV bound to apo B (Lp B:AIVf), i.e., in TRLs or in apo B-containing lipoproteins, than fasting normolipidemic individuals. In addition, the Lp B:AIVf concentration is clearly correlated with increases in cholesterol and TGs as well as apo B, whereas total apo AIV and Lp AIV non-Bf are not related to these lipoproteins. These results could be explained by a redistribution of apo AIV in favor of apo B-containing lipoproteins, in case of an accumulation of apo B-containing lipoproteins. This finding is in agreement with results obtained by Vergès et al. in 1994 (30 ) .
In conclusion, the method described here provides specific, reproducible, rapid, and direct determination of Lp B:AIVf particles in plasma. The concentrations of these lipoprotein particles are well correlated with apo B, cholesterol, TGs, and LDL-C. Our preliminary results suggest a redistribution of apo AIV in favor of apo B-containing lipoproteins when those accumulate in plasma. This redistribution of apo AIV toward apo Bcontaining lipoproteins could change the biological and metabolic properties of apo AIV. In particular, association of apo AIV to apo B-containing lipoproteins could confer atherogenic properties to this apolipoprotein. Therefore, the potential interest of Lp B:AIVf measurement as a risk marker for cardiovascular disease should be further evaluated.
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